Is I-gel a new revolution among supraglottic airway devices?--a comparative evaluation.
In an attempt to reduce the pressor responses subsequent to laryngoscopy and intubation in normotensive anesthetized paralysed patients, the hemodynamic effects of three supraglottic devices were compared: I-gel, SLIPA, and LMA, The I-gel produced the least hemodynamic changes.